Introduction
Instrumental Neutron Activation Analysis (INAA) has become a common method of trace element analysis since the advent of efficient high-resolution germanium (Ge) gamma-ray spectrometers in the 1970s. These spectrometers allow the quantification of a large number of gamma-ray-emitting nuclei based on the energy and intensity of their characteristic gamma rays.
Since the sensitivity to trace elements in a host material is dependent on the extent of neutron activation of the host, the ultra-pure silicon used in semiconductor fabrication is an ideal matrix for trace element analysis via INAA. Even after prolonged exposure within a nuclear reactor, minimal observable gamma-ray-emitting activities are produced in the silicon. Studies described in the literature, for example  show that INAA can provide high sensitivity to selected contaminants in silicon. This work describes the ultra high sensitivity that can be achieved by using a high-efficiency spectrometer in a very low-background counting facility.
Because the silicon matrix activation is minimal, ultimate detection sensitivity depends critically on reducing the external background seen by the spectrometers. The Lawrence Berkeley Laboratory (LBL) has such dedicated Low Background Facilities (LBF) with sites at Berkeley and Oroville. Spectrometers at the Berkeley site are housed in 10 em thick low-activity lead isolation shields that are located in a room-sized laboratory surrounded by 1.5 meters of low-activity concrete. At the Oroville site, the low-activity detector system is housed in a 15-20 em thick low-<!Ctivity lead shield, which in turn is located in the power house of the Oroville Dam (a California Department of Water Resources Facility) under a 180 meter thick layer of bedrock and fill. At both sites, the shielding effectively eliminates interference from external terrestrial gamma-ray emitters.
At the Berkeley site, the detector background (BKG) response is dominated by the effects of cosmic ray interactions in the neighborhood of the detector. At the Oroville site, where the cosmic ray intensity has been reduced 1000-fold with respect to the surface intensity, the detector BKG response is dominated by the very small residual activity in the detector assembly itself. Sensitivity at the Oroville site is about 10 times higher than that at the Berkeley site.
It is instructive to see the advantage INAA has for high-purity silicon compared to earth-like materials with typical concentrations of many trace elements. An example material is the "standard pottery" (Reference 4) prepared at LBL and used for decades as a comparison standard for studies of ancient pottery and other earth materials. The upper curve of Figure 1 shows a spectrum taken from a 0.020 gram sample of the standard pottery irradiated with 9.6E16 (=9.6x1016) neutronsfcm2 and counted 8 days after irradiation. At this time, the Compton-scattered continuum of gamma rays from the 889 and 1120 keV characteristic 46Sc decay lines (and their 2010 keV sum line) dominate the spectrum. The Compton distribution as measured below the 889 and 1120 keV gamma rays is 600 to 800 times greater than system background. The summed distribution between 1120 and the 2010 keV (sum) peak ranges from 200 to 400 times system background. In sharp contrast to this is the spectrum from a sample of float-zone silicon (normalized to correspond to equal neutron fluence, mass, and counting time) shown in the lower part of Figure 1 . This spectrum shows a few small peaks, some from natural background and some from minute activation products in the silicon, superimposed on a continuum that is essentially system background. Although each peak contributes Compton-scattered gamma rays to the continuum, this contribution is typically 1-2% in height compared to the height of the peak itself. Thus, the system background is the only interfering activity, and may be used to calculate the InterferenceFree Detection Limits (IFDL) referred to in Reference 3 and shown, for this work, in Table Vlll. Under these circumstances, a low-background facility is key to achieving low detection limits to impurities in silicon via INAA. This paper describes a program to demonstrate the sensitivity of the LBF for detecting selected contaminants in silicon (Si) and silicon dioxide (Si02) using INAA. Results are presented for Si and Si02, zinc implanted Si, memory circuit fabrications, and "standard pottery" reference samples prepared at LBL. 
Procedures
Samples were prepared from pieces of Si wafers or from whole 100 mm diameter Si wafers, about 0.5 mm thick. When necessary, these pieces were scored and broken under clean-room conditions to fit into 1.7 em diameter by 10 em long quartz tubes. The tubes were evacuated, sealed, and sent to the University of Missouri Research Reactor for irradiation. All irradiations were done utilizing a flux of 8.0El3 neutronsfcm2Jsec. Activation times of 20 minutes to 10 hours were used. The samples were shipped to the LBF via overnight air freight. The quartz tubes were broken open and the samples cleaned with distilled water and placed in plastic boxes prior to counting.
The initial counting took place on a 30% (relative to a 7.6 em x 7.6 em Nal) p-type Ge spectrometer with an active cosmic-ray shield at the LBF Berkeley site. Detector resolution at 1333 keV was measured to be 1.85 keV. Subsequent counting took place on a 115% n-type Ge spectrometer at the Oroville site. This spectrometer provided 2.3 keV resolution at 1333 keV.
Data acquisition was performed with the ORTEC MAESTRO II program running on a PC, and counting times varied from a few hours to a week. 8192 channel spectra were taken over a range from 40-3500 keV.
Detector efficiency as a function of gamma ray energy was determined from radioactive sources. The primary source used was a sample of pulverized uranium ore in fine-ground serpentine containing 4.04 ±0.0016 per cent U by weight and in secular equilibrium with daughter products as certified by the New Brunswick Laboratory. This material was mixed with epoxy to form a 5 em diameter by 0.2 em thick disk containing a total of 0.0404 grams of uranium which produces 500 decays/sec. Decay rates for individual gamma-rays were calculated from the decay rate and the intensities (in gamma-rays per 100 decays) listed in Reference 5. Efficiency versus energy curves were established by comparing these emission rates with detection rates. Each run was analyzed with the program SAMPO (Reference 7) and gamma-ray peak areas were determined for all statistically significant gamma rays. Constants corresponding to counting time, decay time, sample mass and peak areas were entered into the PANORAMA spreadsheet on the MACINTOSH. Nuclear decay parameters were obtained from References 8-9 and crosssections were obtained from Reference 10. The details of these calculations, including decay-time corrections, are discussed in the Appendix. The measured and actual energy of the gamma rays needed to agree to within ±0.3 ke V to be assigned to a particular decay. Following data entry, the spreadsheet is sorted by mass and the data is checked to see that no weaker lines are accepted in the absence of stronger lines. Unobserved gamma rays are removed from the spreadsheet and a macro calculation is performed. The macro-calculated concentrations and other selected information are then printed out. When possible, several characteristic transitions from a nuclear decay were used to determine activity. This is essentially a "first principles" method, relying on explicit knowledge of reactor parameters, nuclear data, and detector response. The manifold uncertainties associated with this technique limits its. accuracy, but allows one to search for essentially all the elements in the periodic table accessible to INAA.
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Verification of this method comes from analysis of the "standard pottery" discussed in the introduction. Samples of about 0.020g (weighed to 1%) were encapsulated in aluminum discs of 99.9999% purity and sent to the reactor. "Blank" disc capsules were also sent so we could subtract the activation products from the AI to determine the concentrations in the pottery alone. As shown in Table I , our concentrations, determined by the procedure described above, agree well with the accepted concentrations in the standard pottery for 22 of the 24 elements listed. Only As and Ba give results that disagree.
For the best precision, particularly where one is looking for a limited number of contaminants, one may use a system of "monitors" or "standard materials", irradiated under identical conditions and then compared to the "unknowns" in the sample. This method eliminates most of the uncertainties described above, and ultimately can provide precision measurements, approaching 1% uncertainty for favorable cases.
Results

Float-Zone Silicon:
The purpose of this study was to demonstrate LBF detection limits with a clean Si substrate.
Because INAA is a volume process, it is as sensitive to surface contamination as it is to bulk contamination. This sample was irradiated for ten hours, separated into two parts, and counted at the LBF Berkeley site to determine total trace element concentrations. The trace-element profiles for the two parts were nearly identical. We then performed a heavy etch, utilizing a solution of concentrated nitric and hydrofluoric acids, until about 10% of the material was removed. This enabled us to separate surface contamination from bulk impurities. Figure 2 shows the spectrum before and after etching. Since so little activity remained after etching, the samples were combined and counted at the LBF Oroville site. Table II shows data for 15 elements observed. Column 2 shows concentrations from sample #1 before etching and Column 3 shows concentrations from the same sample following etching. These samples were both counted at the Berkeley site. Columns 6 4 and 5 show results for combined samples of etched Si counted at our higher sensitivity Oroville site at different times after irradiation. Clearly, most of the trace elements observed were on or near the surface. Only small amounts of Cr, As, Sb, and Au are actually in the bulk Si.
Si and Si02 samples:
Samples of Si and Si02 were studied to examine the two materials for differences in traceelement concentrations. These samples, prior to irradiation, were treated identically except for the oxidation process. Both samples were cleaned via identical processes, including a "piranha" clean (H2S04 + H20 at 120°C) to oxidize organics and metals, followed by a 5:1 HF etch to remove the oxide. One sample was then used to grow a 500 nm thick oxide layer in 1.5 hours at 1 000°C.
Both samples were then subjected to another "piranha" clean followed by cleaning in 1% HF. The samples were then cleaved to fit the quartz vials needed for irradiation in the reactor. All this occurred in a class 100 clean room. The samples were sent to the reactor and exposed for ten hours and returned to the LBF for counting. As shown in Table III , the concentrations of contaminants vary from 0.2 to 2.6 times greater in the oxide material than in the elemental Si, with the average ratio of 1.5.
64zn ion-implanted Si:
Samples of 64zn ion-implanted Si were obtained from Charles Evans & Associates. These samples were implanted with 64zn to a nominal density of 1.0E 14 atomsfcm2 and used to test our ability to determine "known" concentrations of contaminants in a sample. The samples, consisting of a number of cm2-sized wafer pieces, were irradiated for one hour and returned to the LBF for counting. They were arranged on the detector surface to approximate the same geometry as our U calibration source. Results from the Berkeley site and the higher sensitivity Oroville site are in near-perfect agreement. As shown in the top rows of Table IV, the observed concentration of 6.15±0.4 E 13 is substantially lower than the 1.0E 14 atoms/cm2 expected.
In order to test whether this could be due to large non uniformities in the sample, the six largest pieces were counted separately. Since these samples were each smaller than the calibration sample, a geometrical correction of 18% (calculated according to the algorithms in chapter 4 of Reference 6) was made to the detector efficiency value. The lower part of Table IV shows these results, where the quoted uncertainties are due only to counting statistics. While the spread in this data exceeds the statistical uncertainty, it is still only ±5% and thus is consistent with only small variations in uniformity. We conclude that these implants really are about 40% lower in 64Zn concentration than labeled.
In order to learn more about processed Si wafers, we analyzed the data for elements besides Zn. Table V shows these results for two runs: one taken 8.3 days following irradiation and another taken 23 days after irradiation. Concentrations of impurities in an unetched float-zone Si sample are included for perspective. What stands out in this comparison besides the factor of two or so higher concentrations of some elements, is a significant difference in abundance for the Sb isotopes. Concentrations of 121Sb are observed ten times higher than expected for normal isotopic abundance. Analysis from the weak 692.9 keV line as well as the stronger 564.4 keV line confirms this. We speculate that the cause of this may be 121Sb contamination during the implantation process. This is an example of the power of INAA to detect contamination or abnormalities in the processing or handling of Si wafers.
Memory Circuit Fabrications:
A sample of Si with memory fabricated into it was irradiated for one hour. The goal of this experiment was to see what we could measure of the elements added in processing. Most noticeable in Table VI is the amount of As-0.8 parts-per-million added as a dopent in the fabrication process! The Fe and Cr observed at similar levels here and in the Zn implant discussed 8 above may come from stainless steel in the implant tool. Ag and Zn may be due to "flash" layers for metal contact bonding. Clearly, additional studies would be needed to isolate the source of these elements.
Detection Limits:
The most important aspect of this work was to determine detection limits for as many elements as possible. To do this, background count integrals were measured at or in the vicinity of expected peaks in spectra collected at various times after irradiation (3 days, 9 days, and 58 days). The widths of background regions used were approximately equal to the expected full width at onetenth-maximum for the peak. Twice the square root of these numbers were plotted on a graph and smoothed. These 2cr limits were input to the spreadsheet as areas and concentrations were calculated. The results are depicted graphically in Figure 3 and listed in Table VII where they are compared to the measurements of Reference 1 which studied samples of similar size. Note that this procedure does not necessarily give optimal limits for each of these isotopes, however, these limits are based on real data with realistic interferences. The determination of a detection limit for a given element depends critically on interfering activities in the spectra. In the case of short lived elements, e.g. 75 As and 82Br, interference from the Compton distribution from the 1368 and 2753 keV gamma rays from the 24Na decay (produced by the 28Si(n,ap)24Na reaction) limits the ultimate sensitivity. Even minute amounts of Au in the sample produce large interferences below 400 keV from 198Au with a half-life of 2.6 days. Thus, determination of detection limits for each element must depend on the other elements present.
These limits are all lower for longer irradiation times and larger samples, particularly for the cases of half-lives longer than a week or so, where the effects of background from 24Na and 198Au are reduced or eliminated. However, extrapolation to larger sample size is not linear for two main 9 reasons: 1) Size limitations within the reactor require that most larger samples be farther from the core center and see smaller fluxes. 2) Geometric modifications to the detector efficiency and internal absorption, particularly for low-energy gamma rays, means that overall detection efficiency decreases as sample size increases. To estimate these effects, a reasonable "large" sample was considered to be a 10 em diameter by 2 em thick disk of volume 157 cm3 corresponding to 365 grams for silicon. Such a sample would be irradiated in a part of the reactor where the flux was lower. A sample of this size could see a flux of 6.43E12 neutronsfcm2fsecond. This would require 124 hours to achieve the same flux integral as our smaller samples and improve sensitivity by greater than a factor of 20.
A 157 cm3 sample, containing earth materials with known amounts of uranium, was counted to determine the geometrical effect on detector efficiency. For this sample, the count rate increases by a factor of 134 compared to a 1 gram sample, given the elements in equal concentrations. This factor, combined with the assumption that an observable peak is 2 standard deviations above background, generates the list of selected detection limits in Table VIII for the optimal case of Interference Free Detection.
Conclusions
This paper describes the beginning of a program at the Low Background Facilities of Lawrence Berkeley Laboratory to apply Instrumental Neutron Activation Analysis to the problem of determining contaminants in silicon semiconductor materials. A variety of samples were investigated, including unprocessed float-zone silicon, silicon wafer material implanted with Zn, memory circuit fabrications, and silicon with a 500 nm oxide layer. Processes, techniques, and databases were developed to carry out this project, and parts-per-trillion sensitivities were obtained for 29 elements in wafer-sized samples. A "standard pottery" materiar was irradiated and· analyzed to verify reactor parameters and calculations.
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